
Customers Name: Star Recycling 
Company - previously Metalco 
Recycling 

PO BOX 15666, L YTIEL TON 0140 scales@richterscale.co.:za www.rlchterscale.co.za 
TEL: +27(12) 386 2060/1 FAX: +27(12) 386 0345 

QD : 12 / 02 / 2013 
VERIFICATION CERTIFICATE 

Certificate No RSC 5420 
Test Address: Usage Address: 
19 Fuchs Street 19 Fuchs Street 
Alrode Alrode 

Make: Esi! Model: PWl-0 Capacity: 70 OOO kg Division Size: 20 kg 

Serial No. 29985 S.A. Approval No. 1382 1/0 Location: Gate 

Observations made during Preliminary Examinations: Good 

Test Conditions e.g. environment: Good 

Type of Verification: Initial: " ·S1::lb3e!ltl8AI: Rejestee: 

Declaration of Conformi!Y for Initial Verification: 
I declare that all devices are functioning correctly as per SANS 1649:2014 requirements. The construction and material of the scale is 
confirmed to comply with the SA type approval njber �d pattern description listed above. All tests and results are listed below:

Signed : LI 
l / 

PERMISSABLE TOLERANCES 
0 Kg To 10000 Kg 10 Kg 
10020 Kg To 40000 Kg 20 Kg 
40020 Kg To 60000 Kg 30 Kg 
60020 Kg To 70000 Kg 40 Kg 

Kg To Kg Kg 

ACCURACY TEST 
+Run Result -Run Result 
0 kg " 

400 kg " � 
10000 kg " ............. 
40000 kg " "' 
60000 kg " 

70000 kg " 

Load Applied 
Ref S/P __ 100 / 120 kg @ 110 
Make up mass 30 Ton Mass Pieces 
Make up mass Test Truck 
Ref S/P 50300 I 50320 kg @ 116 

ECCENTRIC TEST (Not for Counter and SSI Scales) 
No of load points: _8 __ 

10100 / 10120 kg@ J1L kg 

" " " ...J 

" ..J " ..J 

Variation Test ( END MIDDLE END) 
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Repeatability ..J Printer 

Blanking " Segment Check 

l:eter-el ::rest Spirit Level 

Accuracy of Zero " Prise CeA'!pwletieR 

� 8ask IReiaatieR 

Auto Zero Tracking " 
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A line to be put through the certificate sections which are not 
applicable. Page 1/1 

Date: 25/04/2016 

VERIFICATION CERTIFICATE 
This Instrument was tested and found to comply in all respects of 
the Legal Metrology Act, 2014 (Act 9 of 2014) and may be used 
for a prescribed purpose as intended by the act. 

Expiry date of verification certificate:- 25/04/2018 

STANDARDS 
The masspieces used for this verification are traceable to 
national standards through an approved SANAS laboratory. 

Calibration Cert No. ECS/16/510 ECS/15/252 

Date of Calibration: 15/01/2016 12/08/2015 

Expiry Date of Calibration: 14/01/2017 11/08/2016 

1.0. of Equipment: BoxR0962/BoxR09661BlackWhite20kg/Btack500kg 

Own or Loan Equipment: Own 

VERIFICATION OFFICER 

Initial and Surname. J vd Heever 

Certlficate No . _M834

Date: 25/04/2016 

Seal I Stamp No. Richter Scale Co4 

Verification Procedure RSNP/01 

Signature: 

tsa�'l� 
LTF0103 

SANAS REG NO : L TF 0103 


